‘o STATE PUBLIC SEALTH LABORATORY

Bit ::;L'f' ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT REPORY 47
Complete this report in duplicate al the time of the regular monlhly preventative maintenance « 'i¢ ' ~ud whenever Instrument is repaired.
Sond copy 1o Department of Health and Senior Services; refain original in department file.

ALCO SENSOR IV SN ] FRINTER SN DATE OF INSPEGTION

094802 097,3584,333 09/08/2014
LOGATION OF INSTRUMENT {STREET AND CITY) TIME OF INSPECTION

300 N.NEW BALLAS RD. CREVE COEUR 1:28 pm

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established limils. (Write in observed val-
uss where determined.) Unmarked ltams must be corrected before using instrument.

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

/] TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

m PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

M siMuLATOR SOLUTION [] COMPRESSED ETHANOL-GAS MIXTURE
S$TANDARD SupPLIER REPCO MARKETING INC, Lot # 13001 EXP. DATE 03/07/2015

SIMULATOR TEMPERATURE (34°C £0,2°C) __ 34.0 __ SIMULATOR SN __ SD2784  SmMULATOR EXP DATE 07/15/2015

CALIBRATION CHECK ~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. All three tests must be wilhin 5% of the standard value and must have a spread of ,005 or
less. Check the box corresponding 1o the standard solution being used. (PRINTOUT ATTACHED)
Yl 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.106% INCLUSIVE
! 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0,084% INCLUSIVE
| | 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1% 103% TEST2 % 403% TEST3 » 403%

[/] RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT;
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUsALs 10 w04 0 (o509 1 (10-14) 6 (15-19) 3 (OVER.19) 4
List any new parts and desciibe any alteration or medification that was made 10 restore the inslrument to operate satisfaclorily and within
established limits (use other side if necessary),

NEW BATTERY INSTALLED

INSPECTING OFFICER -

a9l PO MICAHEL DEUTMAN #8686

TELEPHONE KUMBER

230339 12/31/201 5 {314) 432-3000
Return completed report to the:  Breath Alcohol Program, MO Department of Health and Ssnior Services, Southeast Dislriet Office

2875 James Boulevard

Poplar Bluff, MO 63901

MO 560-1351 (6-10) AN EQUAL OPPORTUNITY/AFFIRVATIVE AGTION EMFLOVER LAB-114
L8IViCAS provided on 8 nodduaimingtory bitly
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FECATE OF ANALYSIS

WAmmmmmmmm |
LOT NUMBER: 13801
EXPIRATION DATE: March 7, 2015 at 11:59 pm.

g UV WU

RepOoMatksting,lm.céﬁﬂwmefollowing:

RepCo Marketing, Inc. manufactured, tested md supplied Lot Number
13001 of Alcobol Certified Solutidn for simulstors. Rradom samples of said ot

number wese anatyzed by an independent laborstory tizing s gas chromatograph
and found o cortsin 1215 gma/dl +/.,003 gasil wi/vol ethanal (95%
Confidence).

Thedwholmddxmlledwmmedmﬁaew!mmfomdwbeﬂwof
anyxntmt_ngam.

This solution will produce a vapor alcohol value of 186 +/-3% gma/210L
Breath when hested to 34 Degroes Celgins +/-0.2 Degres Celsius in a simmlstor
(95% Confidencs). . '

The date of mm:t‘wun'e for this lot nmbau_m_m
mmm&mmmm‘m o
11:59 pam.

This documentis  true of the origin] Certificate of Analysis,

Cecil B, Garner, President

Forea RM (02




a3 1U Serial no: B54882
Vorsion not D32E

TEST RECORD &@_ﬁ{
Teme Date Time 2181

Air Blank:

Bu/BE/14 13228 868
Calibration. Checks
76 H9/6g/14 1325 183

Subdect Name

Subndect I.D.

Jrerstor Mame, 1.I

DS LI

Location :
CCFD Bovksiub

P——

V Serial no: 9948972

65 1
Yarsion ner 5328

TEST RECORT 5443

Temr Iiaie

. o’
Tine Z2ig1

Air Blank:

BIBE 14 13:27 . opR

€alibration Check:

25 89/65/14 13:27 ,1g3

SubJject Nape

Subdect I.0.

Orerztor Name, H.w..

AS IV Serial not @542802
Yersion no: 3S22B

TEST KECORD 6ed44
o/
Tenr DBate Time Z16L

Air Blank: .
BYVEL1d 12229 905

Calibration Check:

7 B9/88714 13129 ,183

SubJect Name

Sabgdect I.D.

Location

Oreraztor Nawe, I.D.

Locstion

DECTHAY &5 .

| < Booni,

e F= Lol

&5 IY Serial nor 894882
Uersiaon no: 2328

TEST RECORB 8445 p
3

Teme Pate Time 2Z16L

“Cmuﬁ“ RF1

1Z .89/88714 13:36

SubJect Mzawme

Subdect 1.1

Operator Weme, 1.0,
PECT B85

Laczt ion ’

e Bsoxrul




DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE OF MISSOURI

BREATH ALCOHOL PROGRAM

PERMIT
 TYPE Il

is hereby authorized to instruct and supervise operators, train instructors,

MICHAEL DEUTMAN

ingpect, calibrale, perform field service and repairs,

. and operata the (ollowing breath analyzer(s):

ALCO-SENSOR 1V WITH PRINTER, INTOXILYZER 5000

for the determination of the alcoholic content of bload from & sample of expired air. Permit issued under the provisions of sactions

577.020 through 577.041, RSMo and 306.111 through 306.119 RSMo.

DATE ...12/31/2013..

Lo v S

L

DIRECTOR OF STATE PUALIC HEALTH LABORATORY

NUMBER 230339

EXPIRES 123172018

MO S80-02 71 (6-10)

. STATE OF MISSOURI
DEPARTMENT OF HEALYH AND SENIDR SERVICES
BREATH ALCGOHOL PROGRAM

% INSTRUMENT OPERATOR GARD

Tha nemad cardholder is authodzod lo opardly an gvidanlial brosth gioohy '
nstrument for ihe caleminabion of the sonles] b1 brosth form of spired a1
i Missour,

Oparator  DEUTMAN, MICHAEL
Petmit No 230338 ’
Date fasued 123142013  Dals Explren 1273172015

B0 Vel

DIRECTOR OF GEPARTMENT OF HEALTH AND SENIOR 8ERVICES

A G




